Extreme sensitivity refractive index sensor based on lithography-free
  metal-dielectric cavity by Yan, Ruoqin et al.
Extreme sensitivity refractive index sensor based on lithography-free
metal-dielectric cavity
Ruoqin Yan,1 Tao Wang,1, a) Xiaoyun Jiang,1 Qingfang Zhong,1 and Xing Huang1
Wuhan National Laboratory for Optoelectronics, Huazhong University of Science and Technology, Wuhan 430074,
People’s Republic of China
(Dated: 30 July 2019)
The use of relatively simple structures to achieve high performance refractive index sensors has always been urgently
needed. In this work, we propose a lithography-free sensing platform based on metal-dielectric cavity, the sensitivity
of our device can reach 1456700 nm/RIU for solution and 1596700 nm/RIU for solid material, and the FOM can
be up to 1234500 /RIU for solution and 1900800 /RIU for solid material, which both are much higher than most
sensing methods. This sensor has excellent sensing performance in both TE and TM light, and suitable for integrated
microfluidic channels. Our scheme uses a multi-layers structure with a 10 nm gold film sandwiched between prism and
analyte, and shows a great potential for low-cost sensing with high performance.
In recent years, optical refractive index sensing meth-
ods have attracted plenty of attention for the real-time
monitoring of biomolecular binding events because they
avoid the time-consuming labeling steps1,2. A variety of
refractometric sensing devices have been demonstrated using
nanoparticles3–5, metamaterials6–9, photonic crystals10–13,
and narrow-band absorbers14–18. It is well known that sensi-
tivity (wavelength shift per refractive index unit, S = ∆λ/∆n)
and figure of merit (FOM) are the two most critical paramters
of high-performance sensing devices. The FOM is defined
as (S/∆ω), where ∆ω is the full-width of the resonant dip
at half-maximum, which takes into account the sharpness of
the resonance and thus examines the ability to sensitively
measure very tiny variation of the resonance wavelength8.
To date, among numerous refractive index sensors have
obtained significant progress. For example, Kabashin et
al. has used plasmonic nanorod metamaterials for a high
sensitivity over 30000 nm/RIU and a FOM up to 330 /RIU at
the wavelength of 1.28 µm8. Sreekanth et al. has reported
a grating-coupling hyperbolic metamaterials plasmonic
sensing platform, which has the sensitivity and FOM up
to 30000 nm/RIU and 590 /RIU around the wavelength of
1.3 µm9, respectively. Although the use of metamaterial
concept has efficiently improved the sensitivity and FOM of
plasmonic sensors, however, these structures rely on intense
nanopatterning techniques, which are not cost-effective and
hard to manufacture on a large scale. In addition, Feng et
al. has proposed an ultranarrow-band absorbers based on
asymmetric metagrating structure, which has the sensitivity
1440 nm/RIU and FOM up to 5142.86 /RIU around the
wavelength of 1.55 µm18. Chen et al. has reported a square-
patch-based metal–insulator–metal (MIM) structure, which
has the sensitivity 1470 nm/RIU and FOM up to 6400 /RIU
around the wavelength of 1.48 µm17. These sensors based
on narrow-band absorption significantly improved FOM by
greatly reducing the full width half maximum (FWHM)
of resonance peak, however, their sensitivity is relatively
low. Therefore, it is imperative to design high-performance
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sensors with a lithography-free structure and a lower cost.
In this letter, a simple flat photonic cavity structure for
high-performance optical sensing has been proposed, in
which thin gold film is sandwiched between a lossless
dielectric and a analyte to be measured, as shown in Fig. 1.
By utilizing optical total reflection and high reflectivity of the
gold film, we can get the resonance mode with ultra-narrow
FWHM. By a series of systematic design and optimization,
we have achieved multiple extremely sensitive cavity modes
with a maximum sensitivity of 1596700 nm/RIU around the
wavelength of 1.42 µm and a FOM up to 1900800 /RIU,
which indicate that the proposed optical sensor is more
advanced and promising than conventional plasmonic sensors
due to its lithography-free configuration, ultrasensitive
performance and extremely high FOM.
FIG. 1. Schematic drawing of the sensing system.
The proposed configuration consists of a lossless dielectric
prism, a analyte layer to be measured, and a thin gold film
layer sandwiched between them. The analyte is exposed to
the air. The refractive index of the air, prism, and analyte are
nair, n1, and n2, respectively. The thickness of analyte is d2.
Consider a ray of light from a source A incident on the sur-
face of the gold film at B. Most part of this will be reflected
as ray BC and small part refracted in the direction BD. Upon
arrival at D, due to total reflection occurs, all of the latter will
be reflected to E. The thin gold film below the analyte has rel-
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2atively high reflectivity, therefore, the boundary between the
analyte and air and the gold film form two mirrors with high
reflectivity. The light wave reflected between the two mirrors
is constructively or destructively interfered in the analyte, re-
sulting in a series of stationary or standing electromagnetic
waves in the analyte. Therefore, the entire structure consti-
tutes a photonic cavity and forms an optical resonator. When
the incident light has a wavelength corresponding to one of
the cavity modes19,
q
(
λ
2n2
)
= d2 cosθ2=d2
√
n22−n21sin2θ1, (1)
it can oscillate continuously in the resonator and generate
transmitted beams. Where q is defined as the cavity mode of
the resonator and λ is the resonance wavelength. When the re-
fractive index n2 changes, the matching condition changes and
the resonance wavelength also shifts, which is the basic sens-
ing principle of the proposed device. Define the reflectance
of light at the analyte-air interface and analyte-gold film inter-
face, R1 and R2, respectively. We can calculate the fineness of
the cavity19,
F =
piR1/2
1−R , (2)
in which R represents the average reflectance, R =
√
R1R2.
FWHM =λm/F . F increases as R increases, and large finesses
lead to sharper mode peaks.
We next investigate the parameter conditions for θ1, n1, n2,
and d2 to obtain a considerable value of optical sensitivity.
According to Eq. (1), we can analyze the wavelength shift ∆λ
of resonance mode induced by ∆n (the refractive index change
of the analyte) for the fixed values of θ1 and d2 and n1, and
furthermore, we can deduce the sensitivity formula as below,
S=
∆λ
∆n
=
2d2
[√
(n2 +∆n)2−n21sin2θ1−
√
n22−n21sin2θ1
]
q∆n
.
(3)
We use K9 glass (n1 = 1.5163) as a prism, onto the top of a
K9 prism with 10 nm thick gold film. In the simulation, the
permittivity of Au is described by a Drude model,
εm = 1−
[
ω2p
ω(ω− i/τ)
]
, (4)
where ωp = 2pi × 2.175× 1015 rad/s is the plasma frequency
of Au and τ is the relaxation time, 1/τ = 2pi×6.5×1012 rad/s
.
We first analyze the effect of incident angle on sensing per-
formance. In order to ensure the total reflection of the beam
between the analyte and the air, the incident angle should sat-
isfy θ1 > θC = arctan(1/1.5163)= 41.27◦, and the value of θC
is only determined by the refractive index difference between
air and prism. As shown in Fig. 2(a), we fix n1= 1.5163,
n2 = 1.3330, d2=21 µm and ∆n = 0.0001, and investigate the
dependence of the sensitivity on the incident angle. We can
FIG. 2. (a) Sensitivity as functions of θ1, where n1, n2 and ∆n are
1.5163, 1.3330, 0.0001 respectively. (b) The reflectance comparison
between the structure with 10 nm gold film and without 10 nm gold
film, which calculated by the transfer matrix method (TMM) and the
finite element method (FEM), respectively. (c) Normalized electric
field distributions corresponding to four resonance wavelengths.
find the sensitivity will increase with θ1 before total reflec-
tion occurs between prism and gold film. This total reflection
angle θ ′C = arctan(1.3330/1.5163) = 61.536
◦. When the in-
cident angle is close to θ ′C, the sensor can achieve maximum
sensitivity. Further, the reflectance comparison between the
structure with 10 nm gold film and without 10 nm gold film
is plotted in Fig. 2(b). The results have been achieved by us-
ing the transfer matrix method (TMM) and the finite element
method (FEM)20,21. It is clear that TMM results have close
agreement with FEM simulation results. As observed in Fig.
2(b), if the gold film is absent, the whole system will be a
transparent. All incident light will be totally reflected at the
bottom interface when θ1 > θC and the narrow-band resonance
peak will disappear (red dash line). Therefore, thin gold film
as a mirror with high reflectivity is an indispensable material
for high performance optical sensing. The normalized elec-
tric field distributions of the resonance mode in our sensor are
given in Fig. 2(c). The wavelengths of the four modes are
almost identical to those calculated by Eq. (1). This proves
the correctness of our theoretical analysis. The light and dark
stripes appearing in the incident region are caused by inter-
ference. In the analyte region, the light wave strictly satisfies
the mode of the cavity, forming a stable standing wave. As
shown, no electric field is present in the air.
We further simulated the sensitivity of TE and TM in-
cident light at 61.5◦ by TMM and FEM and plotted in Fig.
3, respectively, the result of two methods are consistent. As
shown in Fig. 3(a), by gradually increasing n2 from 1.3330
to 1.3333, the resonance mode of TE light for q = 1 shows a
3FIG. 3. Sensing performance of the proposed structure, (a) and (b) is
calculated by TMM and (c) and (d) is calculated by FEM simulation
at the TE and TM incident light, respectively, where n1 = 1.5163, d2
= 21 µm, and θ1 = 61.5◦. (e) The variation of wavelength shift for
two modes with different refractive index of analyte. (f) Reflectance
of the gold film to TE light and TM light in the analyte.
remarkable red shift from 1476 nm to 1913 nm. Therefore,
the deduced sensitivity S is approximately equal to 1456700
nm/RIU, expectedly, due to the frequency selection of the res-
onator cavity, the FWHM of the resonance peak is 1.18 nm,
so the FOM can be as high as 1234500 /RIU , which is an ex-
ceptional high value compared with many other sensing meth-
ods. For TM light, the resonance wavelength for q = 1 drifts
from 1424 nm to 1812 nm and the FWHM is 42 nm, so the
sensitivity is approximately 1293300 nm/RIU and the FOM
is 30793 /RIU. The sensitivity for different resonance modes
both TE and TM light are calculated and plotted in Fig. 3(e).
The sensitivity of the first resonant mode is close to twice the
sensitivity of the second resonant mode. This result is in line
with the theoretical prediction by Eq. (3). We can clearly see
that the resonance peak of TM light has a larger FWHM than
the TE light. This is because the 10 nm thick gold film has
a lower reflectance to the TM light than the TE light, that is
R2,TM < R2,TE . We can confirm by the following methods.
According to the Snell’s law of refraction,
θ2 = arcsin(
n1
n2
sinθ1), (5)
in which n1 = 1.5163, n2 = 1.3330 and θ1 = 61.5◦. So
the light reflects back and forth in the cavity at an angle of
incidence of θ2 = 88.5◦. This angle is greater than the critical
angle of total reflection at the analyte and air interface, it
can guarantee R1,TM = R1,TE = 100%. By simulating the
reflection of the ray DE on the 10 nm thick gold film, we can
calculate R2 of TE and TM light respectively. As shown in
Fig. 3(f), R2,TM is less than R2,TE over the entire waveband.
According to Eq. (2), TE light has greater fineness and thus
smaller FWHM. This also explains the reason for the high
FOM of our sensor, the total reflection between the analyte
and the air to ensure 100% reflection of light, moreover, the
reflectivity of the gold film is high enough. Therefore, the
two high-reflectivity mirrors and analyte form a high-quality
resonator, only special light that satisfies the phase condition
can exist in the cavity. Because the reflectivity of the gold film
is not 100%, part of the light transmitted from the gold film,
so we can observe narrow-band formants in the reflection
spectrum.
The FOM benefits from higher reflectivity, while high
FIG. 4. (a) The density distribution of the electric field corresponding
to resonance wavelength near 1.5 µm, λ = 1476 nm and λ = 1440
nm are incident at 61.5◦ and 61.4◦, respectively. E0 is the incident
electric field. (b) Sensing performance at 61.5◦ and 61.4◦ incident
angles.
sensing sensitivity results from a very strong electric field in
the region of the analyte. It can be seen from Fig. 2(c) that
the electric field is the largest at q = 1 and weakens when q
increases. The electric field of the mode of q = 1 is nearly
twice that of the mode of q = 2, and the sensitivity is also.
When the incident angle is close to the total reflection angle
θ ′C, the electric field in the cavity is maximized, thereby high
sensitivity is obtained. Fig. 4(a) compares the enhancement
factor of electric field when the resonance mode at 61.5◦ and
61.4◦ incident angles. The maximum electric field value of
61.5◦ is 1.9 times that of 61.4◦. As shown in Fig. 4(b), when
the refractive index of the analyte changes from 1.3330 to
1.3331, the resonance mode of 61.5◦ is red-shifted by 158
nm, and only 42 nm for 61.4◦.
Our sensing devices have excellent operability in practical
applications. First of all, the analytes that can be measured
are relatively wide. When the analyte changes from a liquid
with a refractive index of 1.3330 to a solid of 1.4400. At this
point, just need to adjust the angle of incidence be close to
the critical angle of total reflection between the prism and the
new analyte. As shown in Fig. 5(a), by gradually increasing
n2 from 1.4400 to 1.4403, the resonance mode of TE light
for q = 1 shows a remarkable red shift from 1418 nm to
1897 nm and the FHWM is 0.84 nm. Therefore, the deduced
sensitivity S is approximately equal to 1596700 nm/RIU and
4FIG. 5. (a) Refractive index sensing performance for solid materials,
where n1 = 1.5163, d2 = 21 µm, and θ1 = 71.7◦. (b) The sensitivity
as functions of d2, where n1 = 1.5163, n2=1.3330, ∆n =0.0001, and
θ1 = 61.5◦, and the resonant wavelengths of different mode orders for
sensing are fixed around λ = 1.5 µm. (c) A schematic representation
of microfluidic channel integrated nanophotonic cavity. (d) Verify
the effect of the microfluidic channel on the sensing performance of
the device, where n1 = 1.5163, d2=21 µm, and θ1 = 61.5◦.
the FOM can be as high as 1900800 /RIU. Secondly, the
thickness of analyte can be adjusted according to an actual
measurement. When the other conditions are fixed, only the
thickness of the analyte layer is changed from 21 µm to 105
µm. The sensitivity as functions of d2 when n1 changed
from 1.3330 to 1.3331 are calculated and plotted in Fig.
5(b), where the resonance wavelengths of different modes
for sensing are fixed around λ= 1.5 µm, the sensitivity value
slightly changes above 1550000 nm/RIU. Thirdly, man may
worry it is difficult to accurately guarantee the same thickness
of liquid analyte for each measurement. In order to avoid this
error, we can use a polymethylmethacrylate (PMMA, n=1.49)
microfluidic channel integrated photonic cavity22. Based on
the original structure, we introduced a 2 mm PMMA layer
between the analyte and the air. The side of the PMMA
layer in contact with the analyte is plated with a 60 nm
thick gold film. The sensor structure integrated with the
microfluidic channel is shown in Fig. 5(c). The sensitivity are
simulated and plotted in Fig. 5(d). High sensing performance
is not attenuated by microfluidic channels, which provides a
good solution for measuring liquid analytes in our practical
applications.
Finally, we compare the proposed structure with several
representative sensors reported recently in terms of sensing
performance. As shown in Tab.I, both of the sensitivity and
FOM of our proposed sensing structure have been improved
dramatically compared with previous sensing research
based on plasmonics, metamaterials, narrow-band absorbers
and graphene, moreover, our structure is easier to make,
which indicate that our design is extremely competitive for
ultrahigh-sensing performance.
TABLE I. Performance Comparisons between Our Work and
Recent Reported Prominent Optical Sensors
methods central λ(µm)
sensitivity
(nm/RIU)
FOM
(/RIU)
plasmonics23 1 13000 138
metamaterial8 1.28 30000 330
metamaterial9 1.3 30000 590
metagrating18 1.55 1440 5143
MIM17 1.48 1470 6400
graphene24 1 440000 6833
this work (liquid) 1.47 1456700 1234500
this work (solid) 1.42 1596700 1900800
In conclusion, a polarization-insensitive refractive index
sensor based on lithography-free planar photonic cavity has
been theoretically and numerically demonstrated. Benefit
from the strong electric field and narrow-band resonance
mode generated by the photonic cavity configuration, the sen-
sitivity as high as 1456700 nm/RIU for liquid analyte and
1596700 nm/RIU for solid analyte is achieved, and the FOM
can reach 1234500 /RIU for liquid analyte and 1900800 /RIU
for solid analyte. Furthermore, the current sensor design
is highly scalable including analyte thickness and detection
range. Since the developed sensor device is a lithography-
free design, the sensing area can be significantly enlarged
and fabrication costs can be dramatically reduced. Therefore,
our method is promising for developing cost-effective high-
performance in biological or chemical sensing.
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